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Gross alpha 58 52 2.06 046 231 0.04 0.69-3.93

Gross beta 57 54 133 14 130 03 6.5-195

Analyte

Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable’ performance.
(3) Mean excludes values derived as total metals and values indicated as "Not Acceptable".

Gross Alpha Flags:
A = Result acceptable, Bias <= +/- 70% with a statistically positive result at two standard deviations
(Result/Uncertainty > 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty <= 2, i.e., the range encompassing the result, plus or minus the total uncertainty at
two standard deviations, includes zero).

Gross Beta Flags:

A = Result acceptable, Bias <= +/- 50% with a statistically positive result at two standard deviations
(Result/Uncertainty > 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty <= 2, i.e., the range encompassing the result, plus or minus the total uncertainty at
two standard deviations, includes zero).
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